In this study, porous silicon (PSi) was prepared and tested as an extended gate field-effect transistor (EGFET) for pH sensing. The prepared PSi has pore sizes in the range of 500 to 750 nm with a depth of approximately 42 µm. The results of testing PSi for hydrogen ion sensing in different pH buffer solutions reveal that the PSi has a sensitivity value of 66 mV/pH that is considered a super Nernstian value. The sensor considers stability to be in the pH range of 2 to 12. The hysteresis values of the prepared PSi sensor were approximately 8.2 and 10.5 mV in the low and high pH loop, respectively. The result of this study reveals a promising application of PSi in the field for detecting hydrogen ions in different solutions.
Introduction
Porous silicon (PSi) is a promising candidate for several applications due to the ease of fabrication and controllable pore size. Furthermore, it is compatible with conventional silicon processing technology [1] . Moreover, PSi attracted the attention of several groups in the past years for several applications. The surface modification of the silicon wafer plays a major role in the sensitivity enhancement of silicon (Si) toward several analytes, and it was successfully deployed in the development of a large variety of biosensors [2] [3] [4] [5] [6] . Furthermore, several applications of PSi were investigated, such as light emitted diodes (LED) [7] [8] [9] , photodetectors [10] [11] [12] , waveguides [13] , and chemical sensors for detection of various chemicals [5, [14] [15] [16] [17] . Furthermore, PSi exhibits a number of properties that make it an attractive material for controlled drug delivery applications [18] . The H + ions (pH) are crucial parameters in biomedical research. A few methods were conducted to measure the pH of the solutions; among them is the extended gate field-effect transistor (EGFET). With this method, a commercial metal-oxide-semiconductor field-effect transistor (MOSFET) is isolated from the chemical environment, and a chemical sensing membrane is located in the media and connected to the gate of the MOSFET. With this configuration, the MOSFET can be used many times without any damage as compared to the ion sensitive field-effect transistors (ISFETs), where the metallic gate of the MOSFET is replaced by a sensitive membrane [19] [20] [21] . It is worth noting that the theoretical framework of both platforms is essentially the same [22, 23] . Several materials were tested as a sensing membrane, among them the metal oxide semiconductors such as zinc oxide [24, 25] , titanium dioxide [26] , palladium oxide [23] , and ruthenium dioxide [27] . However, some metal oxides demonstrate poor performance and need special treatments to be used as membranes for extreme pH values [22, 24, 28, 29] . The cost effective preparation method, ease of fabrication of the PSi compared with the metal oxide semiconductors, and the rigid property of the silicon wafer (as a substrate) make it preferable in biosensing applications.
Porous silicon has previously been employed for pH sensing in different platforms. Zehfroosh et al. [21] prepared ISFET with PSi on the gate region. The calculated pH sensitivity was 300 mV/pH in the pH range of 4 to 9. This value of the sensitivity was higher than the theoretical value of the Nernst limit (59 mV/pH). Furthermore, it was shown that increasing the drain current enhanced the sensitivity values. The PSi-based potentiometric method was employed for an enzymatic biosensor by Rebby et al. [30, 31] . The PSi was tested under different pH environments. The sensitivity was calculated to be 30 mV/pH in the pH range of 4.6 to 8.09. A capacitive pH sensor based on PSi was prepared by Schöning et al. [32] . The pH sensitivity was found to be 60 mV/pH in the range of pH = 4 to 9 with a hysteresis value of 3 mV.
The sensitivity of the sensing membrane depends on the change of the surface potential voltage (Ψ) between the sensing layer and the electrolyte interface. This is based on the site binding theory [33] . In this theory, the number of binding sites residing on the sensing membrane could lead to changes in the surface potential voltage between the sensing layer and the electrolyte interface. This can be expressed as [29, 34, 35] :
where pH pzc is the pH value at the point of zero charge, q is the electron charge, k is the Boltzmann constant, T is the absolute temperature, and β is the sensitivity parameter, which can be calculated using [36] ;
where N s represents the surface site density and C DL is the capacitance of the electrical double layer, as derived from the Gouy-Chapman-Stern model [35] . By increasing the sensitivity parameter β, a better linear response between the surface potential voltage and pH value can be obtained [36] . The theoretical limit value of the pH voltage sensitivity is known as the Nernst limit, and it is equal to 59 mV/pH [22, 23, 26] . However, in order to solve this problem, several published works proposed different approaches to enhance the voltage sensitivity and cross the Nernst limitation. The enhancement of the voltage sensitivity was proposed via increasing the sensing gate surface area in the ISFET configuration, where a remarkable increase in the measured pH sensitivity was noticed, and it reached 130 mV/pH [37] . The porous nature of the sensing membrane proves to be another approach in enhancing the pH sensitivity. The porous structure of the membrane will increase the accumulation of positive charges on the gate region. The pH sensitivity achieved a value of 300 mV/pH for ISFET platform [21] . Furthermore, a dual-gate ISFET platform was proposed by Spijkman et al. [38] . The pH voltage sensitivity was reported to be 2.25 V/pH. With this type of configuration, a capacitive coupling effect is induced between the top and bottom gate capacitance that will result in the enhancement in pH sensitivity [34, 38] .
According to Yao et al. [22] , the variation of the surface charge density with interfacial potential for the membrane surface is probably the reason for the departure from the Nernst equation. The porous nature of the membrane surface will increase the charge accumulation and play a major role in enhancing the capability of the membrane in sensing the hydrogen ions. In this report, we investigate PSi as a membrane for the EGFET pH measurement applications. To the best of our knowledge, the PSi pH sensor as an EGFET platform has not been previously investigated. The performance in the sensitivity and stability of PSi in different buffer solutions of pH will be explored.
Materials and Methods

The Porous Silicon Formation
The PSi layer was prepared via anodizing an n-type silicon (Si) wafer with orientation (100) and resistivity of 0.75-1.25 Ω¨cm. The Si wafer was cleaned according to the standard procedure following the RCA method. The wafer was then cut into four pieces and inserted as an anode in the electrochemical etching cell. The polished side was facing the cathode (platinum wire with a diameter of 0.25 mm). The DC photo-electrochemical etching bath was conducted at room temperature in a Teflon ® cell containing a mixture of hydrofluoric acid (HF 48%) and ethanol (C 2 H 5 OH 98%) with a volume ratio of 1:4. The PSi layer was formed with a DC constant current at a current density of 20 mA/cm 2 for 15 min under illumination from a 100 W tungsten lamp; the lamp was fixed at a distance of 20 cm. The samples were then rinsed with deionized water and dried with nitrogen gas. Figure 1 shows a schematic diagram of the anodization system used for the formation of PSi [39] . porous nature of the membrane surface will increase the charge accumulation and play a major role in enhancing the capability of the membrane in sensing the hydrogen ions. In this report, we investigate PSi as a membrane for the EGFET pH measurement applications. To the best of our knowledge, the PSi pH sensor as an EGFET platform has not been previously investigated. The performance in the sensitivity and stability of PSi in different buffer solutions of pH will be explored.
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The Porous Silicon Formation
The PSi layer was prepared via anodizing an n-type silicon (Si) wafer with orientation (100) and resistivity of 0.75-1.25 Ω cm. The Si wafer was cleaned according to the standard procedure following the RCA method. The wafer was then cut into four pieces and inserted as an anode in the electrochemical etching cell. The polished side was facing the cathode (platinum wire with a diameter of 0.25 mm). The DC photo-electrochemical etching bath was conducted at room temperature in a Teflon ® cell containing a mixture of hydrofluoric acid (HF 48%) and ethanol (C2H5OH 98%) with a volume ratio of 1:4. The PSi layer was formed with a DC constant current at a current density of 20 mA/cm 2 for 15 min under illumination from a 100 W tungsten lamp; the lamp was fixed at a distance of 20 cm. The samples were then rinsed with deionized water and dried with nitrogen gas. Figure 1 shows a schematic diagram of the anodization system used for the formation of PSi [39] . 
The Sensor Chip Fabrication
Samples of 1 cm × 1 cm in size were scribed from the Si wafer with PSi. The samples were mounted to a strip of a copper clad laminate printed circuit board (PCB) [23] . Conductive wire was connected between the Si wafer and the copper plate using silver paste. Epoxy resin was employed to encapsulate the sensor chip and the copper line of the clad sheet PCB to reduce the leakage current. An area of 0.3 cm × 0.3 cm was free from epoxy and was used as a sensing window. Figure 2 presents the PSi membrane after encapsulation. 
Samples of 1 cmˆ1 cm in size were scribed from the Si wafer with PSi. The samples were mounted to a strip of a copper clad laminate printed circuit board (PCB) [23] . Conductive wire was connected between the Si wafer and the copper plate using silver paste. Epoxy resin was employed to encapsulate the sensor chip and the copper line of the clad sheet PCB to reduce the leakage current. An area of 0.3 cmˆ0.3 cm was free from epoxy and was used as a sensing window. Figure 2 presents the PSi membrane after encapsulation. porous nature of the membrane surface will increase the charge accumulation and play a major role in enhancing the capability of the membrane in sensing the hydrogen ions. In this report, we investigate PSi as a membrane for the EGFET pH measurement applications. To the best of our knowledge, the PSi pH sensor as an EGFET platform has not been previously investigated. The performance in the sensitivity and stability of PSi in different buffer solutions of pH will be explored.
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Measurement Processes
Two Keithley 2400 source measure units (SMUs) (Keithley Instruments, Inc., Cleveland, OH, USA) were used to analyze the membrane. The units were connected to a personal computer (PC) via a GPIB-USB cable, and LabTracer software (Keithley Instruments, Inc., Cleveland, OH, USA) was used to initiate the measurements and save the data for further analysis. The measurement system in this study is shown in Figure 3a . The electrode containing PSi was connected to the gate terminal of a commercial MOSFET (CD4007UB-Texas Instruments) and dipped into a buffer solution. To provide a stable reference voltage to the sensing element, a commercial Ag-AgCl reference electrode was dipped into the same buffer solution and kept at room temperature (25˝C˘1˝C) for two mins before the measurements. One of the 2400 SMUs was used to apply the drain-source voltage (V DS ) to the source and drain the terminals of the CD4007UB device and measure the drain-source output current (I DS ), whereby the second 2400 SMU was used to apply the reference voltage (V REF ) to the reference electrode. The distance between the reference electrode and the PSi sensing electrode was fixed at 1.7 cm. 
Two Keithley 2400 source measure units (SMUs) (Keithley Instruments, Inc., Cleveland, OH, USA) were used to analyze the membrane. The units were connected to a personal computer (PC) via a GPIB-USB cable, and LabTracer software (Keithley Instruments, Inc., Cleveland, OH, USA) was used to initiate the measurements and save the data for further analysis. The measurement system in this study is shown in Figure 3a . The electrode containing PSi was connected to the gate terminal of a commercial MOSFET (CD4007UB-Texas Instruments) and dipped into a buffer solution. To provide a stable reference voltage to the sensing element, a commercial Ag-AgCl reference electrode was dipped into the same buffer solution and kept at room temperature (25 °C ± 1 °C) for two mins before the measurements. One of the 2400 SMUs was used to apply the drain-source voltage (VDS) to the source and drain the terminals of the CD4007UB device and measure the drain-source output current (IDS), whereby the second 2400 SMU was used to apply the reference voltage (VREF) to the reference electrode. The distance between the reference electrode and the PSi sensing electrode was fixed at 1.7 cm. The hysteresis effect of the prepared PSi sensing membrane was measured using an instrumentation amplifier AD620 [40] . Figure 3b depicts the schematic of the measurement configuration for the hysteresis effect. The membrane was connected to Terminal 3 of the device, whereas the reference electrode was connected to Terminal 2. The operating voltage at Terminals 4 and 7 was +5 V and −5 V, respectively. The sensor was kept for 12 hours in a buffer solution of pH 7 so the membrane surface stabilized prior to the measurement. The multimeter Agilent 34410A was used to readout the data, and it was connected to the output terminal (Terminal 6) of the AD620. In addition, the Agilent 34410A was connected to a PC through a USB interface, and the data were stored in the PC. For this test, we immersed the membrane in alternating cycles of pH buffer solutions starting from pH 7 → pH 4 → pH 7 → pH 10 → pH 7 for 60 s for each pH buffer solution. The standard The hysteresis effect of the prepared PSi sensing membrane was measured using an instrumentation amplifier AD620 [40] . Figure 3b depicts the schematic of the measurement configuration for the hysteresis effect. The membrane was connected to Terminal 3 of the device, whereas the reference electrode was connected to Terminal 2. The operating voltage at Terminals 4 and 7 was +5 V and 5 V, respectively. The sensor was kept for 12 hours in a buffer solution of pH 7 so the membrane surface stabilized prior to the measurement. The multimeter Agilent 34410A was used to readout the data, and it was connected to the output terminal (Terminal 6) of the AD620. In addition, the Agilent 34410A was connected to a PC through a USB interface, and the data were stored in the PC. For this test, we immersed the membrane in alternating cycles of pH buffer solutions starting from pH 7 Ñ pH 4 Ñ pH 7 Ñ pH 10 Ñ pH 7 for 60 s for each pH buffer solution. The standard phosphate buffer solutions with (pH = 2 to 12) were purchased from HANNA instruments. All the measurements were conducted in a black box, and the temperature was controlled at 25˝C˘1˝C.
The surface morphologies of the prepared PSi were investigated using field-emission scanning electron microscopy (FE-SEM), which was conducted on a LEO SUPRA 55VP (Carl Zeiss) using energy-dispersive X-ray spectroscopy (EDX; Oxford Inca) to determine the elemental compositions.
Results and Discussion
The PSi Surface Morphology
The surface morphology of the prepared PSi at the current density of 20 mA/cm 2 for 15 mins under illumination of 100 W is depicted in Figure 4 . phosphate buffer solutions with (pH = 2 to 12) were purchased from HANNA instruments. All the measurements were conducted in a black box, and the temperature was controlled at 25 °C ± 1 °C. The surface morphologies of the prepared PSi were investigated using field-emission scanning electron microscopy (FE-SEM), which was conducted on a LEO SUPRA 55VP (Carl Zeiss) using energy-dispersive X-ray spectroscopy (EDX; Oxford Inca) to determine the elemental compositions.
Results and Discussion
The PSi Surface Morphology
The surface morphology of the prepared PSi at the current density of 20 mA/cm 2 for 15 mins under illumination of 100 W is depicted in Figure 4 . The FE-SEM image of the top view of the prepared PSi sample can be seen in Figure 4a , and it is clear that the pores are homogenous in their distribution. An average pore size of 500 nm to 750 nm was observed in the prepared sample. The optical image (inset in Figure 4a ) illustrates the homogeneous surface of the prepared PSi sample. The figure also depicts a part of the cross section of the prepared PSi with a depth of approximately 42 µm (Figure 4b) .
The EDX scan of the surface shows the presence of three elements: carbon, oxygen, and silicon. The carbon probably originated from the etching process. The oxygen is probably in the form of SiOx and originated from the replacement of the Si/H terminal bonds to more stable Si/O bonds and can be presented as [14] :
The PSi Performance as a pH Sensor
The EGFET turn-on voltage (threshold voltage; VT) varies with the surface potential between the sensing film and the solution. The VT can be expressed as [22, 23] : The FE-SEM image of the top view of the prepared PSi sample can be seen in Figure 4a , and it is clear that the pores are homogenous in their distribution. An average pore size of 500 nm to 750 nm was observed in the prepared sample. The optical image (inset in Figure 4a ) illustrates the homogeneous surface of the prepared PSi sample. The figure also depicts a part of the cross section of the prepared PSi with a depth of approximately 42 µm (Figure 4b) .
The EDX scan of the surface shows the presence of three elements: carbon, oxygen, and silicon. The carbon probably originated from the etching process. The oxygen is probably in the form of SiO x and originated from the replacement of the Si/H terminal bonds to more stable Si/O bonds and can be presented as [14] :
The EGFET turn-on voltage (threshold voltage; V T ) varies with the surface potential between the sensing film and the solution. The V T can be expressed as [22, 23] :
where V T(MOSFET) is the threshold voltage of the MOSFET,
q is the metal gate work function, E REF is the potential of the reference electrode, χ Sol is the surface dipole potential of the buffer solution, and φ is the surface potential at the electrolyte/sensing film interface. The relationship between I DS and V REF in the linear region of the EGFET can be expressed as [22, 23] ;
where K n is the conduction parameter [22] . The results of I DS and V REF are depicted in Figure 5 . The V DS was kept constant at 300 mV (the linear region of the MOSFET).
where VT(MOSFET) is the threshold voltage of the MOSFET,
is the metal gate work function, EREF is the potential of the reference electrode, Sol  is the surface dipole potential of the buffer solution, and ϕ is the surface potential at the electrolyte/sensing film interface. The relationship between IDS and VREF in the linear region of the EGFET can be expressed as [22, 23] ;
where Kn is the conduction parameter [22] . The results of IDS and VREF are depicted in Figure 5 . The VDS was kept constant at 300 mV (the linear region of the MOSFET). As seen in the figure, as the pH value increases (the H + ion content decreases), the VT of the EGFET is shifted to higher values (shifted from the left toward the right). From the graph, the pH voltage sensitivity and linearity can be calculated using the below formula:
In Figure 6 , the relationship of the VT and pH values in the range of 2 to 12 is revealed. From this graph, at a constant current of IDS = 300 µA, the sensitivity was found to be approximately 66 mV/pH with a linearity of 99.3%.
Three samples were measured using the same process and circumstances; the results were 63.7, 66, and 68.1 mV/pH with an average value of 65.9 mV/pH with a standard deviation of ±2. It was previously reported that the theoretical predictions from the Nernstian law indicate an upper limit for the EGFET value at about 59 mV/pH [23] . However, several reports revealed super Nernstian values can be achieved. The highest values from the reported articles were 62.87 mV/pH for PdO [23] , 61.44 and 62.0 mV/pH for TiO2 [22, 41] , and 71.4 mV/pH for Pd-PdO [42] . Moreover, it was reported that a mixture of vanadium with 5% tungsten oxide achieved a sensitivity value of 68 mV/pH [43] .
According to Zehfroosh et al. [21] and Yao et al. [22] , the porous nature of the membrane surface will enhance the effective adsorption surface, which will result in the enhancement of the pH As seen in the figure, as the pH value increases (the H + ion content decreases), the V T of the EGFET is shifted to higher values (shifted from the left toward the right). From the graph, the pH voltage sensitivity and linearity can be calculated using the below formula:
In Figure 6 , the relationship of the V T and pH values in the range of 2 to 12 is revealed. From this graph, at a constant current of I DS = 300 µA, the sensitivity was found to be approximately 66 mV/pH with a linearity of 99.3%.
Three samples were measured using the same process and circumstances; the results were 63.7, 66, and 68.1 mV/pH with an average value of 65.9 mV/pH with a standard deviation of˘2. It was previously reported that the theoretical predictions from the Nernstian law indicate an upper limit for the EGFET value at about 59 mV/pH [23] . However, several reports revealed super Nernstian values can be achieved. The highest values from the reported articles were 62.87 mV/pH for PdO [23] , 61.44 and 62.0 mV/pH for TiO 2 [22, 41] , and 71.4 mV/pH for Pd-PdO [42] . Moreover, it was reported that a mixture of vanadium with 5% tungsten oxide achieved a sensitivity value of 68 mV/pH [43] .
According to Zehfroosh et al. [21] and Yao et al. [22] , the porous nature of the membrane surface will enhance the effective adsorption surface, which will result in the enhancement of the pH sensitivity of the sensor due to the increase of the charge accumulation, as more charges are accumulated, the current rises.
sensitivity of the sensor due to the increase of the charge accumulation, as more charges are accumulated, the current rises. For this, Zehfroosh et al. suggested a factor be added to Equation (5) . The factor is related to the concentration of the hydrogen ions and the porosity of the membrane. In the view of the results obtained in this study, we believe that the main reaction is occurred between the ions (H + and OH − ) and the available sites on the surface of the PSi. Furthermore, the porosity of the prepared PSi and the accumulation of the charge play significant roles in the enhancement of the pH voltage sensitivity as more sites will be available for the ions to react with. On another word, the higher surface-tovolume ratio with larger effective surface area of the PSi are probably the main reason of the enhancement of the pH voltage sensitivity [44] .
According to the Nernst equation, the error is 0.2 mV/pH per degree (°K) at sensitivity of 59 mV/pH at 293 °K [23, 42] . In this experiment, the temperature was controlled at 25 °C ± 1 °C (297 °K to 299 °K). The error at 2 °K will be 0.4 mV, which is within the experimental error, and the temperature effect on the sensor output is insignificant.
The IDS -VDS curves (also known as the saturated region) are depicted in Figure 7 (the VREF was kept constant at 3 V). Here, the IDS values were shifted downward as the pH values increased. This is due to the decrease in the H + ion concentrations and the increase in the OH − ions, as the buffer solution altered from acidic to basic. Saturation sensitivity and linearity can be derived from Figure 7 . The sensitivity of the sensor from the saturated region can be calculated as:
From Figure 8 , the pH sensitivity was 0.76 µA 1/2 /pH with a linearity of 99.4%, and the values of IDS were chosen at a constant VDS = 3 V. Table 1 reveals the results of the pH current sensitivity published by several authors. For this, Zehfroosh et al. suggested a factor be added to Equation (5) . The factor is related to the concentration of the hydrogen ions and the porosity of the membrane. In the view of the results obtained in this study, we believe that the main reaction is occurred between the ions (H + and OH´) and the available sites on the surface of the PSi. Furthermore, the porosity of the prepared PSi and the accumulation of the charge play significant roles in the enhancement of the pH voltage sensitivity as more sites will be available for the ions to react with. On another word, the higher surface-to-volume ratio with larger effective surface area of the PSi are probably the main reason of the enhancement of the pH voltage sensitivity [44] .
According to the Nernst equation, the error is 0.2 mV/pH per degree (˝K) at sensitivity of 59 mV/pH at 293˝K [23, 42] . In this experiment, the temperature was controlled at 25˝C˘1˝C (297˝K to 299˝K). The error at 2˝K will be 0.4 mV, which is within the experimental error, and the temperature effect on the sensor output is insignificant.
The I DS -V DS curves (also known as the saturated region) are depicted in Figure 7 (the V REF was kept constant at 3 V). Here, the I DS values were shifted downward as the pH values increased. This is due to the decrease in the H + ion concentrations and the increase in the OH´ions, as the buffer solution altered from acidic to basic. Saturation sensitivity and linearity can be derived from Figure 7 . The sensitivity of the sensor from the saturated region can be calculated as:
From Figure 8 , the pH sensitivity was 0.76 µA 1/2 /pH with a linearity of 99.4%, and the values of I DS were chosen at a constant V DS = 3 V. Table 1 reveals the results of the pH current sensitivity published by several authors. Black squares are measured data, and dashed line shows linear fit. Table 1 reveals the pH current sensitivity obtained by several research groups, based on different materials, compared with the results of this study. Figure 9 depicts the hysteresis effect, and it was noticed that the hysteresis of the membrane was 8.2 mV for the pH 7 Ñ pH 4 Ñ pH 7 loop, and it was increased to 10.5 mV for the pH 7 Ñ pH 10 Ñ pH 7 loop. The difference in the hysteresis value between the low pH loop and the high pH loop is due to the difference in the diffusion rates for H + and OH´ions in the surface-sites underneath the membrane surface (buried sites) [22] .
Sensors 2016, 16, 839 9 of 12 Table 1 reveals the pH current sensitivity obtained by several research groups, based on different materials, compared with the results of this study. Figure 9 depicts the hysteresis effect, and it was noticed that the hysteresis of the membrane was 8.2 mV for the pH 7 → pH 4 → pH 7 loop, and it was increased to 10.5 mV for the pH 7 → pH 10 → pH 7 loop. The difference in the hysteresis value between the low pH loop and the high pH loop is due to the difference in the diffusion rates for H + and OH − ions in the surface-sites underneath the membrane surface (buried sites) [22] . The hysteresis is known to be related to the chemical interaction between the ions (H + and OH − ) in the electrolyte [46] and the slow reacting buried sites of the membrane surface and/or the surface defects of the membrane. Since the diffusion of H + ions into the buried sites of the sensing film is more rapid than that of the OH − ions, the hysteresis is more significant in an alkaline solution [22, 23] . The results obtained in this study are slightly higher than that of the previous studies using metaloxide-semiconductor membranes [23, 39] .
The performance of the prepared PSi in this study reveals a promising behavior in the field of pH measurements based on EGFET platform with a stable performance within the maximum and minimum pH range (2) (3) (4) (5) (6) (7) (8) (9) (10) (11) (12) . According to Zhou et al. [47] and Fulati [44] ZnO nanostructure show a degradability at different pH values. Furthermore, several studies showed the disintegration of metal oxide semiconductors such as tin oxide [29] and tungsten trioxide [48] for pH sensing applications. On the other hand, SiO2 (on the surface of PSi) was reported to undergo a low dissolution rate compared with the above oxides [46, 47] . This might be the reason for the stable performance. It is worth noting that SiO2 has been used frequently in ISFET for pH and other bio analytic detections [49] . The only drawback of using SiO2 as a membrane was the hysteresis effect with the alkaline aqueous solutions [46] .
Conclusions
In summary, we report for the first time on the usage of PSi as a membrane for hydrogen ion sensing in a buffer solution with different pH values based on EGFET platform. The PSi membrane demonstrates a high value of sensitivity at 66 mV/pH in the pH value range between 2 and 12. In view of the results obtained in this study, we believe that the porosity of the surface increases the accumulation of the charges that result in an increase of the sensitivity. The PSi membrane shows reasonably values of hysteresis between the pH values. The hysteresis is known to be related to the chemical interaction between the ions (H + and OH´) in the electrolyte [46] and the slow reacting buried sites of the membrane surface and/or the surface defects of the membrane. Since the diffusion of H + ions into the buried sites of the sensing film is more rapid than that of the OH´ions, the hysteresis is more significant in an alkaline solution [22, 23] . The results obtained in this study are slightly higher than that of the previous studies using metal-oxide-semiconductor membranes [23, 39] .
The performance of the prepared PSi in this study reveals a promising behavior in the field of pH measurements based on EGFET platform with a stable performance within the maximum and minimum pH range (2) (3) (4) (5) (6) (7) (8) (9) (10) (11) (12) . According to Zhou et al. [47] and Fulati [44] ZnO nanostructure show a degradability at different pH values. Furthermore, several studies showed the disintegration of metal oxide semiconductors such as tin oxide [29] and tungsten trioxide [48] for pH sensing applications. On the other hand, SiO 2 (on the surface of PSi) was reported to undergo a low dissolution rate compared with the above oxides [46, 47] . This might be the reason for the stable performance. It is worth noting that SiO 2 has been used frequently in ISFET for pH and other bio analytic detections [49] . The only drawback of using SiO 2 as a membrane was the hysteresis effect with the alkaline aqueous solutions [46] .
In summary, we report for the first time on the usage of PSi as a membrane for hydrogen ion sensing in a buffer solution with different pH values based on EGFET platform. The PSi membrane demonstrates a high value of sensitivity at 66 mV/pH in the pH value range between 2 and 12. In view of the results obtained in this study, we believe that the porosity of the surface increases the accumulation of the charges that result in an increase of the sensitivity. The PSi membrane shows reasonably values of hysteresis between the pH values.
